Complications of Stamey percutaneous loop cystostomy catheters in three cats.
Complications associated with the Stamey percutaneous loop cystostomy catheter (Cook Medical), including exposure of the most proximal side-hole and leakage of urine from the bladder, were encountered following percutaneous placement in three cats. In all cats, surgical exploration for removal of the catheter was performed.